[Total acid phosphatase. Trials of commercial kits and control sera (author's transl)].
The authors estimated the total serum acid phosphatase activity of human serum and that of ten commercial sera using seven commercial kits. The reproducibility and the average of the results, the value of the control sera are given for these seven commercial kits.